
Appendix 3— Standard Operating Procedures (SOP) for Use with Biosafety Level 2 (BSL-2) Agents (Recommended form)

BSL2-agents can cause human disease through ingestion, inhalation, percutaneous injection, or mucous membrane exposure. Thus a SOP is required for the safe and proper handling of these agents. All investigators who use BSL2 agents (including cell lines from humans and non-human primates) at the PVAMC must either complete this recommended form or provide their own SOP that will be reviewed by members of the SRS. This recommended form is not to be used with BSL2+ or BSL3 agents that require their own separate SOP. Please group agents that utilize identical procedures into the same SOP. Once this SOP is reviewed and approved by the SRS, it should be posted near the biosafety cabinet in the lab. 

1) [bookmark: _GoBack]List all BSL2 agents used in this protocol:       


2) Is there a current OHSU IBC approval for use of this agent(s)?       
 If yes, list the number here:      

3) The following are the types of personal protective equipment (PPE), disinfectants, and special precautions that must be used when handling and/or transporting this agent(s):

· All work must be performed in BSL2-rated biosafety cabinet. 
· PPE includes gloves and protective lab coat. 
· Disinfectant options: include 10% bleach, 5% amphyl or 0.5% Wescodyne for 10 minutes.  This can be accomplished through flask aspiration or adding disinfectant directly to the media/plates.  Discard used plastics into biosafety bags for autoclaving. Note: All bleach must be removed from plastics prior to being placed into biosafety bags to prevent damage to autoclaves. 
· Transportation outside of the laboratory must be performed in sealed flasks inside of secondary containment.

4) What is the location of the biosafety cabinet(s) and equipment that will be used with this agent(s) and how will this equipment be disinfected after use? Verify that the biosafety cabinet(s) used is/are inspected annually.
     

5) Following are the procedures for spills:
· Inside of a biosafety cabinet:  Treat the spill with absorbent material along with one of the disinfectants listed in section 3 for 10 minutes.  Treat waste appropriately.
· Outside of a biosafety cabinet:  If there is a risk for aerosolization all personnel must leave the area for 15 minutes.Treat the spill with absorbent material along with one of the disinfectants listed in section 3 for a minimum of 10 minutes.  Treat waste appropriately.

6) Following is the procedure for handling an accidental exposure to the agent(s), including when and how to seek medical attention:
· Immediately treat affected area with soap and water for 15 minutes (or rinse for 15 minutes in an eye wash).
· If a mucosal exposure or puncture wound occurs, take this form with you and go to VA Occupational Health (Building 101, room 121) or the VA Emergency Department (after hours). Notify your supervisor and the VA industrial hygienist in a timely manner. 
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